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Background: A conventional gravimetry and electro-gravimetry study has been carried out for the precise and
accurate purity determination of lead (Pb) in high purity lead stick and for preparation of reference standard.
Reference materials are standards containing a known amount of an analyte and provide a reference value to
determine unknown concentrations or to calibrate analytical instruments. A stock solution of approximate 2 kg has
been prepared after dissolving approximate 2 g of Pb stick in 5% ultra pure nitric acid. From the stock solution five
replicates of approximate 50 g have been taken for determination of purity by each method. The Pb has been
determined as PbSO4 by conventional gravimetry, as PbO2 by electro gravimetry. The percentage purity of the
metallic Pb was calculated accordingly from PbSO4 and PbO2.
Results: On the basis of experimental observations it has been concluded that by conventional gravimetry and
electro-gravimetry the purity of Pb was found to be 99.98 ± 0.24 and 99.97 ± 0.27 g/100 g and on the basis of Pb
purity the concentration of reference standard solutions were found to be 1000.88 ± 2.44 and 1000.81 ± 2.68 mg kg-1
respectively with 95% confidence level (k = 2). The uncertainty evaluation has also been carried out in Pb
determination following EURACHEM/GUM guidelines. The final analytical results quantifying uncertainty fulfills this
requirement and gives a measure of the confidence level of the concerned laboratory.
Conclusions: Gravimetry is the most reliable technique in comparison to titremetry and instrumental method and the
results of gravimetry are directly traceable to SI unit. Gravimetric analysis, if methods are followed carefully, provides for
exceedingly precise analysis. In classical gravimetry the major uncertainties are due to repeatability but in
electro-gravimetry several other factors also affect the final results.
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There is an increasing interest in Pb in the various ma-
trixes because of its harmful effects on human beings. The
Pb transfer through various processes from rocks, sedi-
ments, ground water, sludge etc. and causes negative effect
on human beings. Lead as a metal has been widely used in
industry for many years. Lead is omnipresent in the envir-
onment, either from natural resources or from pollutants.
WHO/Codex alimentarius has established 0.01 mg L-1
maximum permissible limits of Pb in drinking water and
0.02 to 0.3 mg L-1 in food items [1]. Exposure to high* Correspondence: naharsingh@mail.nplindia.org
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reproduction in any medium, provided the orconcentrations of Pb can cause serious health problems,
including nervous system dysfunction of fetuses and in-
fants, hemotoxic effects, reproductive dysfunction, gastro-
intestinal tract alterations, nephropathies, Alzheimer’s
disease, anemia etc. [2]. Thus accurate and precise deter-
mination of Pb is of prime importance because it is dir-
ectly related to human health. To determine Pb at ppm or
sub-ppm levels, some analytical instruments with high-
sensitivity detection capabilities are available, including in-
ductively coupled plasma mass spectroscopy (ICP-MS)
and graphite furnace atomic absorption spectroscopy
(GFAAS) [3-8]. Ion chromatography has also been used
for lead determination; however, its sensitivity is not as
good as that of ICP-MS and GFAAS [9,10]. ASTM E1613-
04 is the Standard Test Method for determination of leadl Ltd. This is an Open Access article distributed under the terms of the Creative
commons.org/licenses/by/2.0), which permits unrestricted use, distribution, and
iginal work is properly cited.
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These techniques are very sensitive and can be used only
for trace analysis and always required reference standard
to calibrate the instrument. The higher concentration can
not be determined by these techniques due to several dilu-
tion factors. Usually the higher concentration of lead
can be determined by titremetry using sodium thiosul-
phate, EDTA, ammonium molybdate as titrant, or electro
gravimetry as PbO2 [11] or conventional gravimetry as
lead chromate, lead molybdate, lead sulphate, and lead
subacetate [12]. Out of these techniques conventional
gravimetry method is the primary method of measure-
ment and most reliable technique in comparison to
titremetry and instrumental method and results of grav-
imetry are directly traceable to SI unit.
In chemical metrology the reliability of the results in
international trade is required for the acceptance of
the analytical result by the users within the country or
outside the country. This can be achieved by providing
traceability of data characterizing products or for quality
control/assurance of methodology used to analyze
products. Quantifying uncertainty of analytical resultsLead Stick 
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Preparation of lead stock
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Figure 1 Flow chart for the purity analysis of lead by conventional anfulfills this requirement and gives a measure of the
confidence level of the analytical result. The estima-
tion of uncertainty in the measurements has been
given in ISO/EURACHEM guidelines [13-15]. The
measurement uncertainty is carried out by quantifying
of uncertainty in measurement of various steps and
further by combination of potential sources of uncertainty
of the entire experiment. The uncertainty has been
classified as ‘Type A’, which is determined by statistical
analysis of several observations. Second is or ‘Type B’
method which is determined by other ways than statis-
tical analysis of a series of results.
Keeping in view the above facts, an attempt has been
made by analyzing Pb by using two different gravimetry
approaches; conventional gravimetry and electro-gra-
vimetry. In the proposed process we have determined
the purity of the Pb content with uncertainty value in
the high purity lead stick procured from Sigma Aldrich.
The uncertainty value determined is depends on differ-
ent sources viz. uncertainty due to precision, repeatabil-
ity, weighing, atomic mass of Pb and air buoyancy. In
literature number of studies has been published on the solution
method
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of lead analyzed by
electro-gravimetry
and gravimetry
Pb-1 0.0584* 50.5550* 1000.641* 1000.813 100 1.1253 99.952* 99.969
Pb-2 0.0585* 50.6247* 1000.974* 99.985*
Pb-3 0.0585* 50.6285* 1000.899* 99.977*
Pb-4 0.0585* 50.6285* 1000.899* 99.977*
Pb-5 0.0582* 50.3812* 1000.654* 99.953*
Pb-6 0.0741** 50.5765** 1001.100** 1000.883 99.988** 99.976
Pb-7 0.0741** 50.5798** 1000.896** 99.977**
Pb-7 0.0741** 50.5885** 1000.936** 99.981**
Pb-9 0.0741** 50.5885** 1000.764** 99.964**
Pb-10 0.0740** 50.5175** 1000.818** 99.969**
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http://journal.chemistrycentral.com/content/7/1/108evaluation of uncertainty in chemical and physical ana-
lysis [16-19] in various matrixes but the evaluation of
the uncertainty by mass is very scanty. The present study
highlights the various potential sources of uncertainty
involved in the result obtained by conventional gravim-
etry and electro-gravimetry.
Results and discussion
The gravimetric analysis only provides analysis of a sin-
gle element, or a limited group of elements, at a time. In
gravimetric analysis, the substance to be analyzed is sep-
arated from the other constituents in the form of an
insoluble precipitate. The precipitates must be stable,
non-hygroscopic and should be unaffected by the at-
mosphere. Besides this the precipitate should be of
known chemical composition, sufficiently insoluble,
easy to filter and amounts lost in the washings are in-
significant. In most cases gravimetric analysis was used
to determine the atomic masses of many elements up
to six decimal point accuracy. It provides very less
probability for instrumental error and does not require
a series of standards for calculation of an unknown
and also do not require expensive equipment. Due to
its high degree of accuracy when performed correctly
it can also be used to calibrate other instruments in lieu of
reference standards. There are two basic variations of
electro-gravimetric method: controlled-potential or con-
trolled current. Electro-gravimetry analysis is more or less
similar to conventional gravimetric analysis. Gravimetric
analysis is one of the oldest analytical techniques and very
accurate method of analysis when a large sample is avail-
able. Modern techniques require much less sample but
may not be as accurate. Under the proper conditions, leadW
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Figure 2 Fish- bone diagram for probable sources of uncertainty in th
electro gravimetry.may be separated quantitatively from other metals as
an insoluble sulfate. In addition, PbSO4 is somewhat
soluble in nitric acid so there should be no nitric acid
in the solution. So fuming should be strong to ensure
complete removal of nitric acid from the solution. The
solubility of lead sulfate increases with temperature
and is dependant upon the weight percent of sulfuric
acid in solution. In controlled-potential electro-gravimetry,
a known constant potential is applied to the elec-
trode for a sufficiently time to deposited out 100% of
the analyte. The current decreases as the metal is
deposited out. This provides a measure of selectivity
if there are two or more metals that can plate out;
the metal ion that is more easily reduced can often
be plated out quantitatively without any of the other
metal also plating out. In controlled-current electro-
gravimetry, voltage is applied to the working elec-
trode. The current is often on the order of milliamps
(mA). If the concentration of metal ion in the elec-
trolysis solution is insufficient to consume all the
current, then other reactions such as hydrogen ion
reduction may occur in order to consume all the
current. And, if any interfering species are present,
they will also plate out. In conventional gravimetry
the major uncertainties are due to repeatability but
in electro-gravimetry several other factors also affect
the final results. After analysis of data by both the
techniques, purity was found to be 99.97 ± 0.27 and
99.98 ± 0.24 g/100 g, while concentration of lead
stock solutions were found to be 1000.81 ± 2.68 and
1000.88 ± 2.44 mg kg-1 using electro-gravimetry and
conventional gravimetry technique respectively with
95% confidence level (k = 2).Calibration
eight due to metal
0 g balance
Calibration




e determination of lead by conventional gravimetry and
Figure 3 Variation of purity (g/100 g) with respect to repetition
of experiments carried out by conventional gravimetry and
electro gravimetry method.
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A generalized scheme for planning a measurement and a
simple, practical approach to estimating and combining
uncertainties has been demonstrated for the determin-
ation of purity of Pb stick and the concentration of Pb in
stock solution by electro and conventional gravimetric
techniques. The results obtained by these two methods
are comparable, but standard deviation and combined un-
certainty of electro-gravimetry is more in comparisons to
conventional gravimetry. So on the basis of results it has
been observed that conventional gravimetry is more reli-
able than electro-gravimetry. But before making any con-
clusion we should consider the limitation of the process
and various sources which contribute uncertainty in
final measurement. Gravimetric analysis, if methods are
followed carefully, provides for exceedingly precise ana-
lysis. The proposed process can be used for the certifica-
tion of purity of Pb, as traceability statement is primary
requirement for the preparation of standard solutions.
Experimental section
The first set of experiment has been carried out by electro-
gravimetrically using Toshniwal electrolytic Analyzer system
Model E-30, while the other set has been analyzed following
classical gravimetry technique. All the weighing work has
been carried out using Mettler make; AX 204 model and
Sartorius make CC3002 model balances. The glasswares
used were of Borosil glass works India Limited. All the acid
digestion work was carried out in cleaned laminar flow
bench equipped with the proper exhaustive system.
Reagents
Nitric acid (69%), Hydrochloric acid (35%) of GR grade
(Guaranteed Reagent) of Merck-India was used after
purified by sub boiling point distillation of quartz glass
unit. Merck make sulfuric acid (98%) GR grade was
used. The Pb Sticks purity 99.999% as per certificate pro-
cured from Fluka AG, Chem (Germany), Febrik CH-9470
Buchs, 15310, Lot No; 244362587; has been used for solu-
tion preparation. De-ionized water (18.2 MΩ resistivity)
prepared from Millipore milli- Q element water purifica-
tion system, USA was used throughout the process.
Lead purity determination by conventional gravimetry
and electro gravimetry
Stock solution of Pb of approximately 1000 mg kg-1 concen-
tration was prepared by dissolving Pb metal stick in 2 M
Sub-boiled nitric acid and final volume was made to 2 kg by
de-ionized water. For conventional gravimetric analysis ap-
proximately 50 g of stock solution was taken in a beaker and
it was diluted to 100 mL. To this solution 4–5 ml of concen-
trated sulfuric acid was added. It was heated on hot plate for
strong fuming for at least one hour. Then the beaker was
kept in ice cold water bath after addition of 100 ml de-ionized water in to it and allowed to precipitate PbSO4.
The precipitate was filtered through pre-weighted G-4
crucible, washed 3–4 times with 2% H2SO4 followed by
de-ionized water, then cooled to the room temperature.
The precipitate was dried in an oven at 110°C for 2 h
there after it was cooled to the room temperature in a
desiccator. The weight of the precipitate along with the
G4 crucible has been taken followed by drying and
cooling to the room temperature several times till a
constant weight is achieved. The concentration/purity
of lead was calculated by the weight difference.
For electro-gravimetric analysis five replicates of approxi-
mate 50 g stock solution was taken in a beaker and it was
diluted to 100 ml. To this solution 4–5 drops of concen-
trated sulfuric acid was added. The anode of the electro
analyzer was heated at 120°C for 20–30 min. It was cooled
in air and weighed. The platinum electrode was connected
in the electro analyzer then the current was fixed to 0.05-
0.1A at 2 V using a rheostat. The electro analyzer was kept
approximate one hour to get stabilized. Further 3 to 5
ml of de-ionized water was added and anode surface
was observed. The darkening of the surface of the elec-
trode indicates the complete deposition of PbO2 onto it.
The electrode was taken out from the beaker without
stopping current. The electrode was washed thoroughly
several times with de-ionized water then it was discon-
nected from the instrument. The anode was washed
again several times with AR grade acetone and dried at
120°C for 30 min, cooled in air for 5–10 min and the
final weight was taken. The concentration/purity of Pb
was calculated by the difference in the initial and final
weight of the electrode. The flowchart for the purity de-
termination of Pb by conventional gravimetry and
electro gravimetry has been given in Figure 1.
Figure 4 Variation of concentration (mg kg-1) with respect to
repetition of experiments carried out by conventional
gravimetry and electro gravimetry method.
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of lead in lead stick
Following the EURACHEM/GUM guidelines concentra-
tion of lead C(MPb) in the stock solution has been evalu-
ated using gravimetry as well electro-gravimetry technique
by following equation.
C MPbð Þ ¼WPbFConWsamp ð1Þ
Where; C(MPb) = Concentration of Pb in mg/kg; WPb =
Weight of precipitate obtained as PbO2 or PbSO4 by electro
Gravimetry and conventional gravimetry respectively (g);
FCon = Conversion factor for PbO2 (0.86622) and PbSO4
(0.68324) in to lead and Wsamp= Weight of sample taken
for analysis. The purity of Pb in g/100g has been calculated
using following equation.
Lead Purity %ð Þ ¼ C MPbð ÞExp
C MPbð ÞTheo
ð2ÞTable 2 Summary table for Uncertainty Budget for purity det
Sources X
Precision 99.976%
Atomic mass of PbSO4 303.253 g
Balance (Mettler 220 g) 2.015 g
Balance (Sartorius 41 kg) 2012.734 g
Error in buoyancy 2014.745 g
Weight of PbSO4 precipitate (Mettler 220 g) 0.0741 g
Weight of solution for deposition(Mettler 220 g) 50.5918 gWhere; C(MPb)Exp = Concentration of lead found by
experimentally i.e. electro-gravimetry and gravimetry
(mg kg-1); C(MPb)Theo = Concentration of lead found
theoretically. The evaluated values for the above factors
in equation 1 and 2 are given in Table 1.
There are several sources of uncertainty in chemical
metrology like sampling, environmental conditions,
uncertainties of masses, volumes, equipment, reference
values, measuring equipment approximation, assump-
tions incorporated in experimental methods, random
variations, etc. In this manuscript we have taken major
contributions that are stated above in equation-1. In
accordance with GUM, the combined uncertainty for
the mathematical model, which is a product or quotient













The combined standard uncertainty uc(y) is an esti-
mated standard deviation and characterizes the disper-
sion of the values that could reasonably be attributed
to the measurand ‘y’. The sensitivity coefficient = piy/
xi; Where pi is the power of the terms in the equation
(1).
Evaluation of associated uncertainty budget
The evaluation of the uncertainty of every step of
the experiment is one of the requirements of the
standard ISO/IEC17025 for certain test methods to
get accreditation. Gravimetry analysis of Pb evalu-
ation of combined uncertainty in such measurand is
very complicated as there are various parameters to
contribute uncertainty in the entire process. In the
evaluation of Pb uncertainty in liquid solution there
are several major sources which directly influence
the final results. Out of which weighing has major
contribution for adding uncertainty in the measure-
ment of Pb due to the air buoyancy. The combinedermination in (g/100 g) by classical gravimetry
ustd (x) ustd (x) / X Uc (%) UEx (mg kg
-1); k=2







Table 3 Summary table for Uncertainty Budget for concentration determination in mg kg-1 by classical gravimetry
Sources X ustd (x) ustd (x) / X Uc (mg kg
-1) UEx (mg kg
-1); k=2
Precision 1000.883 mg/kg 0.047 mg/kg 0.000047 1.22 2.44
Atomic mass of PbSO4 303.253 g 0.0578 g 0.000191
Balance (Mettler 220 g) 2.015 g 0.00005 g 0.000025
Balance (Saritorious 41 kg) 2012.734 g 0.1345 g 0.000067
Error in buoyancy 2014.745 g 2.0012 g 0.000993
Weight of PbSO4 precipitate (Mettler 220 g) 0.0741 g 0.00005g 0.000675
Balance (Sartorios 41 kg) for stock solution 50.5918 g 0.00005 g 9.883E-07
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Similarly, the combined uncertainty for purity of lead
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ð5ÞWhere, uC is the combined uncertainty of the concen-
tration of stock solution; C(MPb) is the concentration of
lead in mg kg-1 ; u(p)/p is the relative uncertainty of pur-
ity of lead metal; up is the combined uncertainty of the
purity of lead; pPb is the purity of lead ; u(Cmpb)/Cmpb
is the relative uncertainty of concentration of stock solu-
tion; u(Pb at. Wt)/Pb at; Wt is the relative uncertainty of
atomic mass of lead ; u(B)/Wmetal is the relative uncer-
tainty due to weighing of lead stick; u(B)/Wstock solution
is the relative uncertainty due to weighing of stock solu-
tion; u(Bu)/Wtrue mass is the relative uncertainty due to
buoyancy correction; u(B)/Wppte. is the relative uncer-
tainty due to weighing of precipitate; u(B)/Waliquot is theTable 4 Summary table for Uncertainty Budget for purity det
Sources X
Precision (P) 99.969%
Atomic mass of PbO2; (At. Wt) 239.199 g
Balance (Mettler 220 g); (Wmetal) 2.015 g
Balance (Sartorious 41kg) (WObs. stock solution) 2012.734 g
Error buoyancy; (Bu w.r.t Wtrue mass stock soln.) 2014.745 g
weight of PbO2 (Mettler 220 g) (Wppt) 0.0584 g
Weight of soln. for deposition(Mettler 220 g) (Waliquote) 50.5618 grelative uncertainty due to weighing of aliquot. The indi-
vidual uncertainty is evaluated either by ‘Type A’ (i.e. using
statistical analysis of a series of observations) or by ‘Type
B’ (i.e. using other means than the statistical analysis of a
series of observations). The components and sub compo-
nents which contribute towards the uncertainty are shown
in Fish- bone diagram (Figure 2). The uncertainty evalu-
ation in every step of the experiment has been discussed
in the following sub-sections:
Uncertainty in purity of lead metal
To get the uncertainty value associated with the purity of
the Pb metal, the uncertainty due to concentrationermination in (g/100g) by electro-gravimetry
ustd (x) ustd (x) / X Uc (%) UEx (%); k=2







Table 5 Summary table for Uncertainty Budget for concentration determination in mg kg-1 by electro-gravimetry
Sources X ustd (x) ustd (x) / X Uc (mg/kg) UEx (mg kg
-1);k=2
Precision (CMPb) 1000.813 mg/kg 0.069 mg/kg 0.000069 1.338 2.676
Atomic mass of PbO2 239.199 g 0.0577 g 0.000241
Balance (Mettler 220 g) 2.015 g 0.00005 g 0.000025
Balance (Sartorious 41 kg) 2012.734 g 0.1345 g 0.000067
Error in buoyancy 2014.745 g 2.0012 g 0.000993
weight of PbO2 (Mettler 220 g) 0.0584 g 0.00005 g 0.000856
Weight of solution taken for electro-gravimetry
experiment (Mettler 220 g)
50.5618 g 0.00005 g 0.000001
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be quantified by the precipitate obtained by the repetition
of experiments carried out for both the methods. The
standard deviation of the measurements can be consid-
ered for the standard uncertainty with the degrees of
freedom. Figures 3 and 4 shows the variation of the
purity value (g/100 g) and concentration (mg kg-1)
obtained from the five replicates. Similarly the uncer-
tainty value associated with the concentration is given
in Tables 2, 3, 4 and 5.
Uncertainty in atomic mass
Atomic mass of the element with uncertainty is obtained
from the IUPAC Technical report [20]. As lead obtained
as PbO2 and PbSO4 by weight, hence the atomic mass of
O & S are also taken into consideration in the uncertainty
calculation. To obtain the standard uncertainty due to
atomic mass the IUPAC quoted uncertainty considers a
rectangular distribution as given in the Table 6.
Uncertainty in weighing
There are several factors such as repeatability, nonlinearity,
sensitivity, air buoyancy, which influence to the weight of
the material while weighing in an electronic balance. There
are two types of balances have been used for the whole ex-
periment as given in the section 2 of this paper. The initial
weight of approximately 2 g Pb stick was taken in a micro
balance and the stock metal solution weight taken in a bal-
ance of 41 kg. The amount of stock solution taken for de-
position of Pb and the weight of the precipitate obtained
after conventional gravimetry method as well as electrolyticTable 6 Uncertainty in atomic mass of lead Metal
Element Atomic mass of lead (g) Uncertainty in weight (g) Dist
Pb 207.19 0.1 Rec
S 32.065 0.005 Rec
O# 15.9994 0.0003 Rec
O# 15.9994 0.0003 Rec
In gravimetry lead obtained in the form of PbSO4/ PbO2;
O# four atoms of oxygen have been considered in combined uncertainty for PbSO4deposition on electrode are also taken in micro balance.
The uncertainty associated due to calibration of the bal-
ance is taken from the calibration certificate provided by
CSIR-National Physical Laboratory, New Delhi, National
metrology institute of India and are given in Table 7. But
in the case of the preparation of 2 kg weight solution, the
correction due to air buoyancy has been included as the
weight taken in presence of air influences much in the ob-
served weight. The reference regarding calculation of
buoyancy correction is very scanty. The EURACHEM/
CITAC Guide CG 4 is also not elaborating the uncertainty
in weighing properly. In this paper effort has been taken to
calculate the true weight considering the buoyancy
correction.
Calculation of buoyancy correction
In the proposed process uncertainty due to buoyancy
has been consider first time, which has major effects
on weighing. The mass of the solution taken in an
electronic balance is actually measure its weight force.
So in presence of air the weight taken in an electronic
balance varies remarkably for the same sample. As
there is a deviation in the weight taken in an electronic
balance due to air buoyancy, so the total uncertainty
budget by mass is calculated considering buoyancy cor-
rection. The EURACHEM/CITAC Guide CG 4 [21];
Jones, Schoonover and Gonz´alez [22-24] have presented
the process to calculate correction due to air buoyancy.
For the calibration of single-pan electronic control bal-
ance, a standard weight of known mass has to be used to
builds an apparent mass calibration into the balance. Theribution Standard uncertainty Combined standard uncertainty







and two atoms have been considered for PbO.
Table 7 Uncertainty due to balance of Ohaus make (200 g) and Sartorius make (41 kg)




Uncertainty in weight as per
certificate at k=2
Distribution Standard uncertainty in total
weight u(x)/x
Weight of the metal m(g) Mettler AX 204
220g
2.015 0.0001 Normal 0.0001/2=0.00005
Weight of solution taken for
PbO2 deposition
do 50.5618 0.0001 Normal 0.0001/2=0.00005
Weight of PbO2 deposited do 0.0584 0.0001 Normal 0.0001/2=0.00005
Weight of solution taken for
PbSO4 deposition
do 50.5918 0.0001 Normal 0.0001/2=0.00005
Weight of PbSO4 deposited do 0.0741 0.0001 Normal 0.0001/2=0.00005
Weight of stock solution Sartorius; CC3002;
41 kg
2012.734 0.269 Normal 0.269/2=0.1345
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of the standard mass used for the calibration and the ref-
erence air density is the air density at the time of
calibration.
Air density can be calculated using the following equation.
ρa ¼
0:34848 P−0:009RHexp 0:062Tð Þ
273:154þ Tð Þ ð6Þ
Putting the following values of temperature, pressure
and humidity in the above equation. The weight of an
unknown sample weighed on the balance is then
WT ¼ WObs
1−ρaM=ρS
  1−ρa=ρX 	 ð7Þ
Where; Wobs is the observed weight of the unknown
sample; WT is the True weight of the unknown sample;
ρa is the density of air at the time of balance calibration;Figure 5 Percentage contribution of uncertainty source
included in the lead determination by conventional gravimetry
and electro gravimetry.ρaM is the density of air at the time of measurement; ρx
is the density of the standard used to calibrate the bal-
ance; ρs is the density of the sample. It is shown that the
relative error in neglecting buoyancy is about 0.1 %. So,
the exact value of the error is easily calculated as follows
Wobs ¼WT  F;where; F ¼ 1−ρaM=ρSð Þ1−ρa=ρxð Þ
In this case ρs is the density of the elemental solution
which is nothing but 2% acidified de-ionized water. Put-
ting the value of ‘F’ and Wobs in equation −5, so true
weight can be calculated. The true weight of the stock
solution is found to be 2014.745 g. The relative percent
error in neglecting buoyancy is given by
WT−Wobsð Þ 100 =WT ¼ 100 1−Fð Þ ð8Þ
The absolute error (Abser) is given by
Abser = WT (1 – F)
Putting the value of WT & F in Eq. (6)
Absolute error due to Buoyancy is calculated as 2.0012 g
So the relative error is u(Abser)/ WT = 0.000993.
The uncertainties associated with each component are
combined and expanded Uncertainty with 95% confi-
dence level.
Calculation of combined uncertainty
The concentration of lead (mg kg-1) and purity (g/100g)
in five replicates following electro-gravimetry and con-
ventional gravimetry has been determined using
equation-1 and 2 respectively which is described in sec-
tion 5.1 Substituting the values from Table 1 into
eqution-1 and 2, the concentration and purity of lead re-
spectively has been calculated for each experiment. The
combined uncertainties in the determination of both
concentration and purity of lead for electro-gravimetry
and conventional gravimetry have been calculated by
putting the value in eqution-3 and 4. The expanded un-
certainty was calculated at 95% confidence level at k = 2.
The percentage contribution of each uncertainty source
considered in the total uncertainty budget is plotted for
Singh et al. Chemistry Central Journal 2013, 7:108 Page 10 of 10
http://journal.chemistrycentral.com/content/7/1/108both gravimetric methods (Figure 5). It shows that the
maximum contribution of uncertainty lies due to the
weighing of precipitate of PbO2, PbSO4 and the stock
lead solution. However, the associated uncertainty value
obtained for the electro gravimetric method is more as
compared to the conventional gravimetric method due
to the uncertainty due to atomic mass and the precipi-
tated deposited sources.
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